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Panel Vial
Letter Label

A Al, A5

A2, A4

A3

A6

B2

B3, B5

B4, B6

CDC Donor

Number

CDC Contractor

Result?

Negative
Positive, HTLV-I
Negative

Positive, HTLV-II

Positive, HTLV-II
Negative
Negative

Positive, HTLV-I

Laboratory Interpretation?

INIT.2 FINAL* WB IIF

Laboratory Interpretation space (to be completed by participant laboratory) provided to facilitate comparison
of participant laboratory result with CDC result.

The CDC result was obtained after composite EIA, WB, and RIPA testing, by CDC contractor, and
employing the interpretation criteria of the Public Health Service Working Group.

Initial EIA interpretation

Final EIA interpretation
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